Validation requirements for ambulatory blood pressure measuring systems.
The increasing application of ambulatory blood pressure measurement in clinical practice has stimulated the manufacture of a large number of ambulatory systems which must be independently validated. The British Hypertension Society protocol for the evaluation of blood pressure measuring devices has now been used to evaluate eight ambulatory systems. Based on this experience recommendations are made for improving validation techniques for the evaluation of ambulatory devices.